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ring of a retort stand will answer), and one end of
the thread is tied to the thin platinum wire #, all
other parts of the thread being cut off, and their
weight determined by measuring their length.

The autoclave is now closed, care being taken to
shake the chamotte basket as little as possible, and
to thereby avoid detaching from the cylinder par-
ticles of coal which would fall to the bottom of the
autoclave and escape combustion.

The headpiece of the autoclave should be tightly
screwed into position with the aid of a long-handled
wrench, the auto-
clave  being held
firmly by placing
it  in   a   cylinder
shown     in    Fig.
124.    This cylin-
der is bolted to a
table,   and has
through  its  bot-
tom three  open-
ings, which correspond to three feet projecting from
the bottom of the bomb.

When the autoclave has been closed, the tube rf,
projecting from the side of the head, is connected
with a branch tube carrying at one end a small ma-
nometer J (Fig. 125), and joined at the other end to
a cylinder containing compressed oxygen.

The valve o (Fig. 125) is now opened by giving
the spindle half a revolution to the left, and the
valve of the oxygen cylinder is then carefully opened
and the pressure in the bomb is allowed to rise to
about 5 atmospheres. The oxygen cylinder is then
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